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Device Code :  LogEt6 Probe Type : Temperature(internal)
Serial Number :  EF316C100044 Firmware Version: V1.1
Mode Code : NIA

9—‘ rip Information Mark Event @
TripId : 0000001 NiA
Description : LogEt 6

E Start Mode : Manual Log Interval : 10s
Start Delay : 0s Ring Buffer: Disable /
Time Base : UTC +08:00 Stop Mode : ManuaF+ Software
AlarmgZone Allow Tim¢ Alarm Type Total Time Violations Stafus @
3:

H2:
H1: over 8.0 0s 2h 4m 10s 1 Alarm
Ideal Region unlimited 0s
L1: below 2.0 °C 0s 0s 0 Ok
L2 I

@—‘Logglng Summary
Highest : 234°C Start Time : 2017/02/06 11:02:18
Lowes! 196°C Stop Time : 2017/02/06 1
Average : 209°C Elapsed Time : 2h 4m 10s
MKT : 20.9°C Data Points : 746
Alarm At(Te): 2017/02/06 11:02:18 @
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111858 20.1°C 115218 21.1°C 120858 211°C 122538 21.1°C
111908 20.1°C 115228 211°C 120908 211°C 122548 21.1°C
111948 20.1°C 115238 21.1°C 120018 21.1°C 122558 21.1°C
111928 20.1°C 115248 211°C 120028 211°C 122608 21.1°C
111938 201°C 115288 211°C 120038 211°C 122618 211°C
111948 20.1°C 115308 21.1°C 120948 211°C 122628 21.1°C
111958 20.1°C 115318 21.1°C 120058 211°C 122638 21.1°C
112008 201°C 115328 211°C 121008 211°C 122648 211°C
112018 201°C 38 211°C 1210 1 122658 212°C
112028 20.1°C 115348 21.1°C 121028 211°C 122708 212°C
112038 20.1°C 115358 21.1°C 121038 211°C 122718 212°C
112048 20.1°C 115408 211°C 121048 211°C 122728 212°C
112058 20.1°C 115418 212°C 121088 211°C 122738 212°C
112108 20.1°C 115428 212°C 121108 211°C 122748 212°C
112118 20.1°C 3 212°C 121118 21.1°C 122758 212°C
112128 201°C 115448 212°C 121128 211°C 122808 212°C
112138 20.1°C 115458 212°C 121138 211°C 122818 212°C
112148 201°C 115508 212°C 121148 211°C 122828 2e80——t
112158 202°C 115518 212°C 121158 211°C 122838 21.2
112208 202°C 115528 212°C 121208 211°C 122848 212°C
112248 202°C 1158538 212°C 121218 211°C 122858 212°C
112228 202°C 115548 212°C 121228 211°C 122908 212°C
112238 202°C 115558 212°C 121238 211°C 122918 212°C
112248 202°C 115608 212°C 121248 211°C 122928 212°C
112258 202°C 115618 212°C 121258 211°C 122938 212°C
112308 202°C 115628 212°C 121308 212°C 122948 212°C
112318 202°C 115638 212 121318 211°C 122958 212°C
112328 202°C 115648 212°C 121328 211°C 123008 212°C
112338 202°C 115658 212°C 121338 211°C 123018 212°C
112348 202°C 115708 212°C 121348 211°C 123028 212°C
112358 202°C 11718 212°C 121358 211°C 123038 212°C
112608 202°C 115728 212°C 121408 21.1°C 123048 212°C
112418 202°C 115738 212 121418 211°C 123058 212°C
112428 202°C 115748 212°C 121428 211°C 123108 212°C
112638 202°C 115758 213°C 121438 211°C 123118 212°C
112048 202°C 115808 213°C 1214:48 211°C 123128 212°C
112458 202°C 115818 213°C 121458 211°C 123138 212°C
112508 202°C 115828 213°C 121508 211°C 123148 212°C
112518 202°C 115838 213°C 121518 211°C 123158 212°C
112528 202°C 115848 213°C 121528 211°C 123208 212°C
112538 202°C 115858 213°C 121538 211°C 123218 212°C
112548 203°C 115908 213°C 121548 211°C 123228 212°C
112558 202°C 115918 213°C 121558 211°C 123238 212°C
112608 202°C 28 213 121608 211°C 123248 212°C
112618 203°C 115938 213°C 121618 211°C 123258 212°C
112628 203°C 115048 213°C 121628 211°C 123308 212°C
112638 203°C 115958 213°C 121638 211°C 123318 212°C
112648 203°C 120008 213°C 121648 211°C 123328 212°C
112658 203°C 120018 213°C 121658 211°C 123338 212°C
1127:08 203°C 120028 213°C 121708 211°C 123348 212°C
112748 203°C 120038 213°C 1214718 211°C 123388 212°C
112728 203°C 120048 214°C 121728 211°C 123608 212°C
112738 203°C 120058 213°C 121738 211°C 123418 212°C

203°C

Other pages

121748

Basic information

Alarm (Alarm status as shown in
the figure above)

Actual stop mode (different
from the item C)

Description of the usage

Mark Event

Vertical coordinate unit of the data grap

Configuration information

Stop mode that has been set.

Record data curve

Alari t.threshold and related

statistics

Alarm status of the temperature
alarm zone

Alarm threshold

Statistical information

Total times of exceeding the
temperature alarm threshold

Document name (serial number &
description of usage ID)

Temperature and humidity graph

Total time of exceeding the
temperature alarm threshold

Record time range in the current page

Noju|hlw|N|=

Temperature and humidity data
etails

B
C
D
E
F
G
H

Alarm delay and alarm type

Records when date changes (date &
temperature)

A Document creation time
(record stop time)

Alarm threshold and temperature
alarm zones

o|v|o|Zz|Z|™ |~ |-

Records when the date is not changed
(time & temperature)

Attention: The data above is only used as explanation of the report. Please refer to the actual document for specific configuration and

information.
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